
Date Department Machine Name Breakdown Action Taken

03-06-2021 Paediatric OPD CPU Fan CPU fan Error Replace the fan

28-06-2021 Accounts Hospital Operating system Continuous restarting

After maintenance & Extra RAM installation 

machine working

16-07-2021 PG Section Operating system Windows update problem After uninstalling recent update woking

17-08-2021 Purchase Operating system Operating system corrupted Installed fresh copy of Win 10

30-08-2021 Research lab Operating system After login System hang Installed fresh copy of Win 10

02-09-2021 Anatomy CPU fan CPU fan Error Replace the fan

11-09-2021 Pharmacology Printer Paper stuck in printer After removing paper working

23-09-2021 Central Store CPU Continuous restarting Repair with chkdsk /r

11-10-2021 CCL Printer Paper stuck in printer After removing paper working

30-11-2021 Cash Counter Printer Paper stuck in printer After removing paper working

04-01-2022 Medicine CPU RAM Change RAM

06-01-2022 Anaesthesia CPU SMPS (Power Supply Problem) Change SMPS

21-01-2022 Admin hosp CPU Motherboard problem Replace the motherboard

02-02-2022 PSM demo RAM Computer not working, red blink Change RAM

08-02-2022 For College Building Projector Panel repair & servicing Projector are working ok

18-02-2022 Reg counter CPU USB port USB not detected RAM changed

21-02-2022 Patho clerk Opearting system Continue restarting Repair with CD

10-03-2022 Paeds ward Network cable N computing device Internet not working Change the LAN Cable

29-03-2022 Ortho ward cable N computing device VGA cable problem Change the VGA cable

MIMER Medical College, Talegaon Dabhade
Log Book



31-03-2022 Purchase Dept Opearting system Desktop files deleting Format CPU with win 10 CD

02-04-2022 Cash counter Opearting system Continue restarting Chkdsk /r

06-04-2022 Admin office HDD Not able to open files Change HDD

21-04-2022 Research lab CPU Cmos cell Date & time issue Change Cmos cell

15-06-2022 ICT I-card Printer Servicing of Printer Working ok after repair

10-08-2022 OT CPU SMPS (Power Supply Problem) Change SMPS

12-09-2022 MRD Printer Paper Pick-up Problem Chnage the Part (Paper Pickup Assembly)
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Sr no. Date Department Equiment name
1 1/6/2021 Physiotherapy BP app
2 3/6/2021 OT endoscopy
3 3/6/2021 NICU SPO2 probe
4 7/6/2021 Opthal OPD Vision drum
5 7/6/2021 Casualty Monitor
6 10/6/2021 Microbiology Incubator
7 11/6/2021 OT Warmer
8 14-7-21 CSSD Sealing machine
9 15-6-21 NICU Syringe Pump

10 18-6-21 NICU Syringe Pump
11 23-6-21 Microbiology Autoclave
12 23-6-21 MMW BP app
13 23-6-21 FMW BP app
14 23-6-21 Physiotherapy Ultrasound quality
15 24-6-21 OT ETCO2 CABLE
16 25-6-21 PNC Baby wt machine
17 29-6-21 Physiology ECG Cmachine
18 30-6-21 OT Bi-polaer cable

Sr no. Date Department Equiment name
1 2/7/2021 Peads OPD BP APP
2 2/7/2021 PNC BP APP
3 2/7/2021 obs 108 NST Machine
4 2/7/2021 Physiotherpy IFT
5 5/7/2021 Covidwd Monitor
6 7/7/2021 ECG OPD ECG Machine
7 10/7/2021 Opthal wd BP APP
8 12/7/2021 MSW 205 BP APP
9 13-7-21 Micro Autoclave

10 17-7-21 OT CSSD ETO
11 20-7-21 OT Tourniquet
12 21-7-21 ENT OPD Audiometer
13 24-7-21 Casualty Monitor
14 26-7-21 NICU Pulse oxymeter
15 23-7-21 OBGY OPD NST Machine
16 24-7-21 MMW BP APP
17 27-7-21 PNC BP APP
18 28-7-21 NICU Warmer
19 29-7-21 OT Drill machine
20 29-7-21 ENT OT Debrider

Sr no. Date Department Equiment name



1 2/8/2021 NICU Monitor 
2 2/8/2021 NICU warmer
3 2/8/2021 OBS  108 BP App
4 2/8/2021 ICU Nebulizer
5 2/8/2021 ENT OT Drill
6 4/8/2021 Casulty BP App
7 7/8/2021 PICU Syringe pump
8 9/8/2021 Physiotherapy CPM M/C
9 10/8/2021 Casulty Monitor 

10 11/8/2021 FMW Nebulizer
11 10/8/2021 MMW BP App
12 13-8-21 NICU warmer
13 13-8-21 OBS  108 Monitor 
14 17-8-21 NICU Monitor 
15 17-8-21 OBS  108 NST
16 26-8-21 OBS  108 Monitor 
17 27-8-21 NICU warmer
18 30-8-21 ICU BP App
19 30-8-21 Pead ward BP App

Sr no. Date Department Equiment name
1 8/9/2021 OT Central Nitrus
2 8/9/2021 Radiology X-ray
3 11/9/2021 NICU Central suction
4 14-9-21 MedicineOPD BP App
5 8/9/2021 OT Stryker trolly
6 18-9-21 Opthal OPD Vision drum
7 18-9-21 Opthal OPD Slit lamp
8 20-9-21 OBGY OPD NST M/C
9 16-9-21 CASULATY RMS Multipara monitor

10 20-9-21 OT OT Table
11 22-9-21 NICU Neaonatl laproscope blade
12 22-9-21 PNC Ward-106 pulseoximeter
13 24-9-21 opthal ward BP Apparatus
14 28-9-21 casulty laryngscope blade
15 30-9-21 PNC Ward-106 Nebuliser machine
16
17
18
19
20



Sr no. Date Department Equiment name
1 4/10/2021 PICU Suction machine
2 4/10/2021 OBS-108 BABY warmer
3 4/10/2021 ICU BP AAPARATUS
4 5/10/2021 NICU SPO2
5 7/10/2021 FMW-22 BP AAPARATUS
6 7/10/2021 Microbiology electrical balance
7 7/10/2021 ICU Vision laryngscope
8 7/10/2021 OBGY OT Light source
9 8/10/2021 skin&minor OT MPA MACHINE

10 8/10/2021 NICU Syringe pump
11 11/10/2021 OT Cystoscopic sheath
12 12/10/2021 PICU Needal cutter
13 12/10/2021 NICU Central suction bottle,o2 bottle
14 12/10/2021 NICU Bellasta ventilation humicition fisher&payer
15 12/10/2021 NICU Trivitron ventillation humidifier CH580
16 12/10/2021 CCL( BIOCHEMISTRY) CENTRIFUGE
17 18-10-21 OBS 108 NST MACHINE
18 18-10-21 Psy ward weight machine
19 20-10-21 OBS 108 BABY warmer
20 21-10-21 FMW-18 CENTRAL O2 PORT

21 21-10-21 ICU
Maltipara monitor,spo2 probe,laryngscope, 

ballon of BP
22 22-10-21 OBS-108 O2 METER
23 23-10-21 OBS WARD BP AAPARATUS
24 24-10-21 OBS WARD NST MACHINE
25 26-10-21 OT ORTHO MANMAN DRILL MACHINE
26 26-10-21 PNC WARD 106 BP AAPARATUS
27 29-10-21 casulty r-m-s multipara monitor

Sr no. Date Department Equiment name
1 1/11/2021 m.s.w bp aap.
2 3/11/2021 ot cssd ETO machine compresor
3 3/11/2021 ot cssd autoclave machine

4 5/11/2021 microbiology weighing machine
5 8/11/2021 pnc ward bp aap.
6 10/11/2021 F.S.W bp aap.
7 12/11/2021 ICU 2 SYRINGE pump
8 16-11-21 M.O,W bp aap.
9 16-11-21 F.S.W Needle cuter

10 17-11-21 NICU Central O2
11 19-11-21 ICU bp aap.
12 19-11-21 ICU Defib (old)



13 19-11-21 casualty bp aap.
14 22-11-21 NICU multipara monitor
15 22-11-21 NICU Baby warmer
16 22-11-21 NICU O2& Suction
17 22-11-21 OBS 108 bp aap.
18 23-11-21 M.O.W bp aap.
19 24-11-21 Dailysis weight machine
20 24-11-21 OBS 108 Pediatric laryngscope
21 26-11-21 PICU Central O2
22 26-11-21 Anatomy bone cutting machine

23 27-11-21 M.M,W BP app
24 27-11-21 ICU multipara monitor
25 27-11-21 medicine opd bp app
26 30-11-21 NICU SPO2 PROBE
27 30-11-21 microbiology autoclave machine

Sr no. Date Department Equiment name
1 6/12/2021 opthology opd vision drump remote
2 6/12/2021 obs 108 baby warmer
3 7/12/2021 NICU Not working
4 8/12/2021 dental opd confident dental chair
5 8/21/2021 ICU syringe pump
6 15-12-21 dialysis dialusis machine
7 16-12-21 icu bp app
8 17-12-21 microbiology rtpcr lab de freeze
9 18-12-21 icu  nebuliser omron

10 20-12-21 ot ot no 4 light glass
11 23-12-21 casualty multipara monitor
12 23-12-21 nicu central suction
13 24-12-21 fmw +paed ward needle cutter
14 24-12-21 fmw  ward bp app
15 27-12-21 icu central suction
16 27-12-21 physiotherpy infra red 2
17 28-12-21 radiology wipro ge dx -525
18 29-12-21 casualty weight machine
19 29-12-21 dental opd dental chair compressor



Brakedown  Action taken (Inhouse/Outsource) Remark
ballon torn Inhouse
Softwareproblem Outsource
sensor faulty Inhouse
remot faulty Inhouse
Display not working Inhouse
Not working Inhouse
notgetting heat Inhouse
Not getting heat Inhouse
Not working Inhouse
Not working Inhouse
coil burnt Inhouse
Lekage Inhouse
Not working Inhouse
connection broken Inhouse
Not working Outsource
Cable broken Inhouse
Battery faulty new given
Not working Inhouse

Jul-21

Brakedown  Action taken (Inhouse/Outsource) Remark
Not working Inhouse
Not working Inhouse
button broken Inhouse
Broken Inhouse
Display problem Not repairable
Button not working Inhouse
Not working Inhouse
Murcury tube broken Inhouse
Coil burnt Outsource
Motar burnt Outsource
Display problem Inhouse
Not working Inhouse
wire burnt Inhouse
Display problem Outsource
Not working Outsource
LEAK Inhouse
Not working Inhouse
not getting heat Inhouse
Not working Outsource
Not working Outsource

Aug-21

Brakedown  Action taken (Inhouse/Outsource) Remark



Not working Inhouse
Not working Outsource
Not working Inhouse
Not working Inhouse
hand pice problem Outsource
Leakage Inhouse
Not working not repairable
Plug shocket broken Outsource
Diplay not showing Outsource
Not working not repairable
Mercury tube broken not repairable
not getting heat Inhouse
Diplay not showing Inhouse
charging problem Inhouse
PPE Roll button faulty Inhouse
Diplay not showing not repaired
Not working Outsource
Not working Inhouse
Not working Inhouse

Sep-21

Brakedown  Action taken (Inhouse/Outsource) Remark
Leakage Outsource
Wheels  broken Outsource
blockage not repaired
Bollon damage Inhouse
light source not working Outsource
Remot working
Foot padal not working Outsource
Door problem Outsource
screen not waving
not working properlly Outsource
not working proplly
pulseoxmeter broken spring broken which is not repairable
not working properlly replace rubberbag,button,value Inhouse
scope & blade not working Inhouse
machine nob is broken not repairble

Oct-21



Brakedown  Action taken (Inhouse/Outsource) Remark
not working properlly very low pressure repair
not working properlly need to cyramic coil change
Button not working repair

Not working properlly repair

not working proprally
not working outsource
NOT working proparlly
not working not repair
cystoscopic sheath broken &not working
not working not repairable
o2 bottle not working
humidifier not working not repairable
humidifier not working not repairable
Not working ,parts are broken not repairable
Not working not repair

Cyramic coil not working not repair
NOT working not repairable

ALL equipment not working  only ballon of bp working,
O2 METER not working not repairable
NOT working repair
NOT WORKING not repair
Drill machine not working ,drill damage outsource
Mercury is not going up after pumping also
on off problem ,screen blinked not repair

Nov-21

Brakedown  Action taken (Inhouse/Outsource) Remark
hinjus breaking change the hinjus repair
not working inform to company person outsource
need to servicing company person came &check need to outsource

replace coil
not working check it repair
not working baloon change repair
baloon not working baloon change repair
not working check it repair
baloon not working baloon change repair
syringe not cutting burner jaming check it repair
O2 leakage problm check out it need to replace o-ring
baloon not working change the baloon repair
not working



baloon not working baloon change repair
bp reading not showing check it repair
reading not showing check the button repair
O2 Leakage problm& Suction point not working
BP App broken glass tube change repair
not working baloon change repair
not working giving to new
not working
Leakage problm
it is not functioning company person came &check it waiting 

the approval
baloon not working baloon change repair
not working
not working replace rubber bag repair
not working Check it repair
air leak check it repair

Dec-21

Brakedown  Action taken (Inhouse/Outsource) Remark
not working repair
not working coil replaced ,power cord replaced repair
display problm waiting for approval
not working company person came & check repair
Main power cord switch burn 
level detector faulty need to replace sensor outsource
broken repair
not working
not working open that machine and check out repair
light glass is broken outsource
csreen not working display not shown
is not working
not working repair
not working repair
not working
plug broken
machine not working engee. Camw and repair outsource
not working
machinecreating to much noise



sr date dept equipment name
1 3/1/2022 obgy opd 2 bp app
2 4/1/2022 m&f opthal ward bp app
3 4/1/2022 pnc ward bp app
4 8/1/2022 microbiology (rtpcr) deep freeze
5 10/1/2022 labour room bp app
6 11/1/2022 ent ot bean spliter opthal
7 13-1-22 fsw multipara monitor 
8 14-1-22 obgy opd bp app
9 15-1-22 casualty b-1 phobius rms monitor

10 17-1-22 obs 108 o2 mater
11 18-1-22 obs 108 adult weight machine
12 17-1-22 ot syringe pump
13 19-1-22 fmw monitor global medicare
14 19-1-22 ot central suction ,spo2 probe,ortho.manman foot switch
15 20-1-22 nicu central line o2 leakage
16 20-1-22 fsw o2 flow meter
17 20-1-22 nicu laryngscope blade
18 20-1-22 nicu warmer meditrian
19 5/1/2022 picu emco monitor
20 27-1-22 blood bank hemocare machine hb
21 27-1-22 nicu humidifier bottle ,flow meter
22 28-1-22 microbiology (rtpcr) remi freezer 80c
23 29-1-22 pnc 106 needle cutter
24 29-1-22 dental opd dental chair,suction machine ,scalar unit
25 29-1-22 ot laryngscope blade pead,cautry cables 2
26 31-1-22 ecg ecg machine print not shown,lead not working
27 31-1-22 ot orange colour cable ,syringe pump

sr no date dept. euipment
1 1/2/2022 nicu ge warmer
2 2/2/2022 pnc ward bp app, pead weight machine
3 2/2/2022 opthal ward perimeter
4 1/2/2022 nicu ventilator bellavista
5 3/2/2022 opthal ot autoclave ot m.shah
6 3/2/2022 blood bank bp app, 
7 8/2/2022 opthal opd vision drum
8 8/2/2022 icu 2 monitor
9 8/2/2022 ortho ot manman cable,hp, remaing hp

10 9/2/2022 casulty bp app



11 9/2/2022 fsw bp app
12 9/2/2022 nicu trivitron ventiii
13 10/2/2022 physiotherapy bp app, ift mach.electrodes
14 14-2-22 pnc ward digital spo2
15 14-2-22 obs 108 bp app
16 18-2-22 mow bp app
17 18-2-22 icu 2 bp app
18 icu resmed ventii
19 25-2-22 nicu neonetal spo2 trivitron 
20 25-2-22 microbiology bactec machine
21 26-2-22 dialusis 1 bp monotor 2 nipro dialysis 

28-2-22

sr no Date dept equipment
1 1/3/2022 icu ventii drager
2 3/3/2022 icu old spo2 m/C covidien total 3
3 4/3/2022 nicu needle cutter
4 8/3/2022 pnc ward spo2 probe digital
5 9/3/2022 obgy opd weight m/C 
6 8/3/2022 casulty B-1 Resmed ventii
7 9/3/2022 opthal opd slit lamp zais
8 11/3/2022 dialysis dialysis m/C
9 14-3-22 opthal ot carl zeiss microscope

10 14-3-22 msw bp app
11 15-3-22 pnc ward multipara monitor
12 16-3-22 ot ortho ot table gynac hysteroscope 
13 17-3-22 nicu ventilator
14 18-3-22 casualty bp app
15 19-3-22 casualty 2 phobius monitor
16 19-3-22 nicu covidein spo2
17 21-3-22 pnc ward bp app
18 21-3-22 nicu neonetal spo2 probe
19 22-3-22 mow 205 bp app
20 24-3-22 obgy opd 2 led lamp
21 24-3-22 fmw needle cutter
22 26-3-22 nicu radient warmer ,multipara monitor

SR DATE DEPT EQUIPMENT
1 4/4/2022 Peadatric ward bp app
2 4/4/2022 mmw nebuliser



3 4/4/2022 obs 108 2 bp app
4 4/7/2022 MMW 2 bp app
5 4/8/2022 peads ward mpnitor probe
6 4/11/2022 ot ot lamp
7 4/13/2022 mow bp app
8 4/15/2022 icu ventilator dragger
9 4/15/2022 opthal ot 2 zeiss microscope

10 4/22/2022 obs 108 nst machine
11 4/25/2022 micro lab bactec machine
12 4/26/2022 nicu 2 monitor
13 4/27/2022 obs 108 bp app
14 4/27/2022 opthal ward bp app

sr no DATE DEPT EQUIPMENT
1 5/6/2022 Dental opd suction chair
2 5/11/2022 blood bank bp app
3 5/16/2022 icu monitor
4 5/16/2022 obs 108 bp app
5 5/16/2022 radiology casulty meditronix portable x-ray 
6 5/17/2022 msw 205 bp app
7 5/17/2022 nicu 2 monitor
8 5/18/2022 obgy opd bp  app,weight machine
9 5/19/2022 cssd big autoclave m shah

10 5/21/2022 icu syringe pump
11 5/21/2022 mmw 2 bp app
12 5/23/2022 nicu meditrian warmer
13 5/23/2022 icu nebuliser
14 5/26/2022 fmw o2 meter
15 5/25/2022 casulty 3 monitor
16 5/27/2022 blood bank plasma bath 
17 5/31/2022 pead ward bp app
18

sr no date dept equipment
1 6/1/2022 pnc ward bp app
2 6/1/2022 obs 108 suction machine
3 6/2/2022 fmw central o2 meter



4 6/3/2022 obs 108 baby warmer
5 6/7/2022 nicu bp app
6 6/13/2022 opthal ward bp app
7 6/13/2022 opthal ot zeiss microscope
8 6/13/2022 msw bp app
9 6/13/2022 obs 108 bp app

10 6/17/2022 opthal ot opthal microscope bulb
11 6/20/2022 mmw nebuliser
12 6/20/2022 fsw bp app
13 6/22/2022 dental opd suction chair
14 6/22/2022 mmw nebuliser
15 6/23/2022 nicu bp cuff
16 6/23/2022 nicu ambu bag
17 6/25/2022 fmw  bp app
18 6/25/2022 casualty bp app
19 6/25/2022 icu stress test machine
20 6/30/2022 gyn ward bp app

sr no date dept equipment
1 2/7/2022 pead ward bp app/ nebuliser machine
2 2/7/2022 G bb 2 bp app
3 4/7/2022 mow bp app 
4 5/7/2022 ot ent foot switch ( paddle)
5 5/7/2022 obgy opd 2 bp app
6 5/7/2022 radiology x-ray machine
7 6/7/2022 fsw o2 meter
8 8/7/2022 mow needle cutter
9 8/7/2022 casualty o2 flow meter /small ot lamp /standing lamp 

10 11/7/2022 nicu ventilator bella vista
11 11/7/2022 skin opd radio cautery dermaindia
12 14/7/2022 casualty weight machine
13 14/7/2022 msw bp app
14 14-7-22 Biochemistry water distillation plant
15 18-7-22 MMW BP App
16 18-7-22 ICU Ventilator 
17 20-7-22 Micro Pipate
18 25-7-22 Blood bank Centrifuge
19 27-7-22 Opthal OPD Slit lamp
20 29-7-22 ICU ventilator



Sr no Date Dept Equipment
1 3/8/2022 Med OPD 6 BP App
2 4/8/2022 MMW O2 meter cylinder
3 9/8/2022 ICU Digital BP
4 9/8/2022 Blood bank Deep Fridge
5 16-8-22 Casualty Nebulizer
6 16-8-22 Dental Air roter handpiece
7 26-8-22 Skin OPD Centrifuge
8 29-8-22 Dialysis Nipro dialysis
9 30-8-22 Labour Standing Lamp

10 30-8-22 Casualty Nebulizer

Sr no Date Dept Equipment

1 1/9/2022 FMW BP App
2 1/9/2022 FSW Weight machine
3 1/9/2022 ICU Ventilator-dragger
4 2/9/2022 ICU Ventilator-Resmed
5 5/9/2022 Casualty Monitor
6 6/9/2022 MOW BP App
7 6/9/2022 Dialysis Nipo
8 6/9/2022 OT Stryker Camera
9 6/9/2022 OT Manman hand key

10 7/9/2022 Pediatric Monitor
11 7/9/2022 PNC Baby weight machine
12 8/9/2022 CSSD ETO
13 8/9/2022 Skin OPD Phototherapy
14 8/9/2022 Blood Bank Weight machine
15 12/9/2022 Dental OPD Dental X ray
16 14-9-22 ICU Nebulizer
17 14-9-22 ECG Shiller
18 14-9-22 OBGY NST
19 14-9-22 OBS-108 Lamp LED 

Sr no Date Dept Equipment

1 4/10/2022 Dental OPD Dental Chair
2 13-10-22 PNC-107 BP app
3 13-10-22 Labour LED Lamp



4 14-10-22 Dialysis Dialysis
5 18-10-22 Casualty Nebuliser
6 18-10-22 PNC-107 BP app
7 18-10-22 Opthal OPD Perimeter 
8 18-10-22 Opthal OT Microscope
9 28-10-22 Opthal OPD B scan

10 31-10-22 OBS NST
11 31-10-22 Ortho OT Stann Table
12 31-10-22 MSW BP app



22-Jan

break down action taken
not working repair ,change the  baloon ,rubber bag
not working para issue ,baloon change
not working change the baloon
not working conform to company person
not working baloon, rubber bag, welcrow,change
not working
no record seen on screen check out 
bp app brpken check out 
poor conection check out 
o2 meter broken indent to new
not working
not working
not working need to change spo2
not working conform to manman
leakage problm
not working

not working
not working clean to sand paper
not working
handle door not working  conform to remi person
wire cutting
not working
not working laryangscope clean to sand paper
not working check out & print ok 
not working

FEB

break down action taken
heating problm complaint lock
not working baloon change
screen not showing conform to company person
test fail caling to company person
not working caling to company  person &request to sending quat
not working 
not working glass of vision broken
not working
not working sending to company person
bp cuff tear change the welcrow bag



not working
not working
not working
broken
murcury leakage
test tube broken change the test tube,baloon
not working change the rubber bag both
not working check the ventii ,testpass working good
not working giving to new
rotar jam inform to engg.&check out  
not working

MARCH

break down action taken
abnormal sound is in machine inform to company person
display  problm waitnig for repairing from vishnu sir
not working giving to new
broken not repairable
weight not showing accurate
 02 not delivered inform to company person
m/c not working loose wire conection complaint lock to company
Flow alarm test not passs
vision not clear complain lock to company
not working
spo2 inner notch broken change the notch
table do not up calling to company person
not working payment issue so engg not coming to servicing
broken baloon not working change the hinjus & baloon
screen not working inform to company person
display  problm check by vishnu sir &inform sending to quat.
mercury not going up change & clean the mercury
not working wire soldering
not working
broken not repairable condem
not working not repairable demand to new
not working

APRIL

BREAKDOWN ACTION TAKEN
not woking
not woking



mercury leak change the mercury ,baloon, rubber bag
MERCURY leak PROBLEM Clean the mercury
not working change the probe
not working inform to engg.
broken change the hinjus
not  working inform to engg.
1 not working 
2 foot pads problem inform to engg.
us probe is not working waiting for quotation
motor is not working need to change motor
bp not showing need to change bp tube
balloon problem need to change balloon
not working change the hinjus

may
BREAKDOWN ACTION TAKEN
not working inform to engg
not working change the velcro bab,rubber bag
not working need to change setting 
mercury leak clean the mercury 
switch button is not working engg came & check
not working not working
bp not showing tubing problem
not working bp app repaired , weight machine broken
not working waiting for quotation
due to short crkt pump is burn change the fuse ,main power cord plug
not working change the rubber bah ,balloon
not working purchase for new warmer
broken main cable cutting the wire and also sldering the main cables
not working change the valve
not working
not working send to quotation to purchase
not working change the rubber bag

jun
breakdown action taken
not working change the rb & balloon
not working inform to engg
not working change the o ring



not working soldering the wire
not working
broken repair
light problm inform to engg
not working change the balloon
not working mercury leak prolm / not repairable
not working calling to engg
wire burn soldering the wire
not working change the balloon
not working calling to engg
main cord cut change the wire
not working change the bp cuff
not working not repairable 
not working change the rb & balloon
not working change the balloon
not working
not working change the rb & balloon

july

breakdown action taken
not working / wire broken of nebu change the balloon
1 test tube broken , 2 not working
not working change the rubber bag & balloon
broken not repairable
not working not repairable
allengers control pannel issue inform to company person 
broken change the nut of meter
not working
not working change the 02 meter & given to new
ventii stop frequently while connect to baby inform to company person 
machine created too much noise inform to company person 
broken not repairable
not working change the rubber bag & balloon
water leakage, gasket and pipe damage replaced with new plant
Bollon torn Ballone changed
Device failuire software update
Broken given new one
not working machune is too old ,not repairable
not moving repired
Device failuire software update



22-Aug
Breakdown Action taken
not working replaced acessories
meter not working new meter given
not working ,RUSTED Not repairable
door problem company person came and repaired
wire burn due to shortckt soldered wire
not working repaired
noise problem repaired
not properly, hardness issue repaired
Lamp rod ring broken repaired
wire burn due to shortckt soldered wire

22-Sep
Breakdown Action taken

Broken Hinjes changed
not working, broken not repairable
Device failuar repaired
battery alarm repaired
Not working, Sent to company
Not working replace Hinjes
Not working repaired
Buttun not working not repairable
not working Given new one
not working repaired
battery and bourd faulty repaired
water leakge problem repaired
SMPS Board Faulty Replaced
Not showing wt properly Glass broken, not repairable
X ray not shoot repaired
Not working repaired
not charging properly not repaired
Speaker properly not repaired
not working wire broken

22-Oct

Breakdown Action taken

scaler not working Need servicing
Not working replaced acessories
Not working change power cord



Conductivity test not pass Repaired
Not working Repaired
Leakage Change Acessories
Not getting started repired
Light intesity problem Replaced Light
Probe not working sent to compnay
Not wor properly Speaker problem
remote problem Not repaired yet
Leakage replaced acessories

22-Nov



repair
repair
repair
repair

repair

repair
repair
repair

not repair

repair

repair

repair
repair

remark

repair

repair

repair



repair

repair

repair
repair
repair

repair

remark
outsource
outsource

outsource
outsource
outsource

repair
repair
outsource
outsource
inhouse
outsource
outsource
inhouse
inhouse
inhouse

inhouse
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Jun-21

Sr no. Date Department Equiment name Brakedown

 Action 
taken 

(Inhouse/O
utsource)

Remark

1 1/6/2021 Physiotherapy BP app ballon torn Inhouse
2 3/6/2021 OT endoscopy Softwareproblem Outsource
3 3/6/2021 NICU SPO2 probe sensor faulty Inhouse
4 7/6/2021 Opthal OPD Vision drum remot faulty Inhouse
5 7/6/2021 Casualty Monitor Display not working Inhouse
6 10/6/2021 Microbiology Incubator Not working Inhouse
7 11/6/2021 OT Warmer notgetting heat Inhouse
8 14-7-21 CSSD Sealing machine Not getting heat Inhouse
9 15-6-21 NICU Syringe Pump Not working Inhouse

10 18-6-21 NICU Syringe Pump Not working Inhouse
11 23-6-21 Microbiology Autoclave coil burnt Inhouse
12 23-6-21 MMW BP app Lekage Inhouse
13 23-6-21 FMW BP app Not working Inhouse
14 23-6-21 Physiotherapy Ultrasound quality connection broken Inhouse
15 24-6-21 OT ETCO2 CABLE Not working Outsource
16 25-6-21 PNC Baby wt machine Cable broken Inhouse
17 29-6-21 Physiology ECG Cmachine Battery faulty new given
18 30-6-21 OT Bi-polaer cable Not working Inhouse


	21
	22
	Sheet3

